Lawrence design first metatarsophalangeal prosthesis. A complication.
A complication involving tibial sesamoid impingement within the hinge of the Lawrence first metatarsophalangeal implant is described. The authors believe that this particular problem may be accentuated by the Lawrence design, which preserves the sesamoid apparatus.